Index

Note: Page numbers in italics refer to Figures; those in bold to Tables.

abdomen imaging, 220–249
  adrenal gland imaging, 231–8
  biliary system imaging, 223–30
  kidney imaging, 231–8
  liver imaging, 223–30
  pancreas imaging, 239–45
  vascular imaging, 246–9
    artefacts, 248
    contrast usage, 248–9
    equipment, 246
    image optimization, 248
    indications, 246
    patient consideration, 248
    patient positioning, 246
    protocol, 246–7
    technical issues, 248
adrenal gland imaging, 231–8
  additional sequences, 233
  equipment, 231
  indications, 231
  patient positioning, 232
  protocol, 232–3, 234–6
adrenal glands anatomy, 231
aliasing, 3, 19, 38–9
  frequency, 39
  lumbar spine imaging, 164
  phase, 39, 165
angiogenesis, breast cancer, 202
anisotropic diffusion, 72
ankle anatomy, 343
ankle imaging, 343–50
  additional sequences, 347, 348
  artefacts, 349–50
  contrast usage, 350
  equipment, 344
  image optimization, 349–50
  indications, 343
  patient considerations, 350
  patient positioning, 344
  protocol, 344–5, 346, 347
  technical issues, 349
  artefacts, 7
abdomen vascular imaging, 248
aliasing, 38–9
ankle imaging, 349–50
axilla imaging, 213
biliary system imaging, 229
brachial plexus imaging, 218
brain imaging, 79
breast imaging, 209
cervical spine imaging, 148–9
chemical misregistration, 39
chemical shift, 39
elbow imaging, 294–5
femur imaging, 326
foot imaging, 356
forearm imaging, 299
hand imaging, 310
heart and great vessels imaging, 195
hip imaging, 321–2
humerus imaging, 286
kidney imaging, 237
knee imaging, 336–7
larynx imaging, 120
liver imaging, 229
lower limb vascular imaging, 362–3
lumbar spine imaging, 163–4, 166
lung imaging, 180, 183
Index

artefacts (cont’d)
- magnetic susceptibility, 40
- mediastinum imaging, 180, 183
- obstetrics, 267
- orbit imaging, 105
- pancreas imaging, 244
- parathyroid gland imaging, 124
- pelvis imaging
  - female, 264–5
  - male, 260
- pharynx imaging, 115–16
- phase mismapping, 38
- pituitary fossa imaging, 99
- posterior fossa imaging, 93
- and remedies, 34, 35
- salivary gland imaging, 127
- shoulder imaging, 281
- temporal lobe imaging, 86
- temporomandibular joint imaging, 131
- thoracic spine, 155–6
- thymus imaging, 199–200
- thyroid gland imaging, 124
- tibia and fibula imaging, 342
- truncation, 40
- whole spine imaging, 170
- wrist imaging, 310

arthrography
- ankle imaging, 350
- elbow imaging, 295
- hand imaging, 310
- hip imaging, 319, 320, 322
- knee imaging, 337
- shoulder imaging, 278
- wrist imaging, 310

axial perfusion imaging, brain, 72, 75–6

axilla imaging, 212–14
- artefacts, 213
- contrast usage, 214
- equipment, 212
- image optimization, 213
- indications, 212
- patient considerations, 213–14
- patient positioning, 212
- protocol, 212
- technical issues, 213

balanced GRE (BGRE), 26–7
- spine imaging, 147

bellows, 181

biliary system anatomy, 223

biliary system imaging, 223–30
- additional sequences, 228–9
- artefacts, 229
patient considerations, 209, 211
patient positioning, 202
protocol
  European method, 204–5
  silicone implants, 205–7
  U.S. method, 203–4
technical issues, 208–9, 210
bright blood imaging, 30
abdomen imaging, 246
chest imaging, 191

cable safety, 44, 50
cardiac gating see ECG gating; gating
cardiac perfusion studies, 194
carpal tunnel syndrome, 300, 306
cervical spine imaging, 141–50
  additional sequences, 143, 146–7
  anatomy, 141, 142
  artefacts, 148–9
  contrast usage, 150
  equipment, 142
  image optimization, 147
  indications, 141
  patient considerations, 149
  patient positioning, 142–3
  protocol, 143, 144, 145, 146
  technical issues, 147–8
chelate, 55
chemical misregistration artefacts, 39
chemical pre-saturation, 18
chemical shift artefacts, 39
chemical shift imaging, 199
chest imaging
  axilla imaging, 212–14
  brachial plexus imaging, 215–18
  breast imaging, 201–11
  heart and great vessel imaging, 184–97
  lungs and mediastinum imaging, 175–83
  parameters, 173–4
  thymus imaging, 198–200
chronic obstructive pulmonary disease (COPD), 183
cine imaging
  gating, 45–6
  pelvis imaging, female, 264
circle of Willis, 98, 98, 105, 135
claustrophobia, 51–2
  brain imaging, 79–80
  internal auditory meatus imaging, 93
  paranasal sinus imaging, 110
  pituitary fossa imaging, 99
  posterior fossa imaging, 93
  temporal lobe imaging, 86–7
coils
  rectal, 259–60, 262
  types, 2–3
  usage, 3–4
contrast agents
  abdomen vascular imaging, 248–9
  ankle imaging, 350
  biliary system imaging, 230
  elbow imaging, 295
  femur imaging, 326
  foot imaging, 356
  forearm imaging, 299
  hand imaging, 310
  hip imaging, 322
  humerus imaging, 286
  kidney imaging, 237–8
  knee imaging, 337
  liver imaging, 230
  lower limb vascular imaging, 363–4
  negative, 55–6
  obstetrics, 268
  pancreas imaging, 245
  pelvis imaging
    female, 265
    male, 260
  obstetrics, 268
  positive, 54–5
  shoulder imaging, 282
tibia and fibula imaging, 342
wrist imaging, 310
contrast-enhanced MRA (CE-MRA), 31–2
  of carotids, 134, 135
  of iliac vessels, 360, 361
contrast-enhancement
  cardiac and vascular studies, 193
  coronary artery imaging, 194
contrast to noise ratio (CNR), 18
  of abdominal contents, 229, 236, 244, 248
  brachial plexus, 217
  lower limb imaging, 320
contrast usage, 7–8
c conventional spin echo (CSE) see spin echo (SE)
Cushing’s disease, contrast usage, 99
decision strategies, 21
diffusion tensor imaging (DTI), 195
  abdomen imaging, 229
  brain imaging, 72, 73–4
  breast imaging, 208
diffusion weighted imaging (DWI), 29–30
  abdomen imaging, 229, 233
  brain imaging, 69, 70, 71–2
  pelvis imaging, 257–8, 264
Index

Dixon technique, 8, 18, 299
Dobutamine™, 194
dynamic imaging, 28–9, 208
   lower limb imaging, 335
temporomandibular joint imaging, 129, 130

ECG gating, 41
   colour coding, 42
   lead placement, 41–3
   trace improvement, 43–4
echo planar imaging (EPI)
   brain imaging, 67, 68, 69
   GE, 28
   inversion recovery, 28
   larynx imaging, 118
   sequences, 28–30
temporomandibular joint imaging, 129
echo time (TE), 22
   abdomen imaging, 228, 229, 234, 237, 244
   ankle imaging, 349, 350
   brain imaging, 77–8
   elbow imaging, 294
   femur imaging, 325, 326
   foot imaging, 353, 355, 356
   forearm imaging, 298–9
   hand imaging, 308–10
   hip imaging, 319–22
   knee imaging, 334–6
   pelvis imaging, 260, 265
   shoulder imaging, 280, 281, 285, 286
   steady-state free precession, 27
   tibia and fibula imaging, 341–2
   vascular imaging, 362
   wrist imaging, 308–10
echo train length (ETL), 3, 24–5, 78
   ankle, 353
   hips, 322
   knee, 333
ebow anatomy, 287
elbow imaging, 287–95
   additional sequences, 292, 294
   artefacts, 294–5
   contrast usage, 295
   equipment, 287–8
   image optimization, 294–5
   indications, 287
   patient considerations, 295
   patient positioning, 288
   protocol, 289–92
   technical issues, 294
   entry slice phenomenon, 36
   ependymomas, contrast usage, 150
   equipment, 2–4

failed back syndrome, 160, 166
fast spin echo (FSE), 3, 24–5, 112, 113, 114
   abdomen imaging, 225, 226
   adrenal gland imaging, 232, 233
   axilla imaging, 212–13
   biliary system imaging, 228, 229
   brachial plexus imaging, 216
   brain imaging, 60, 64, 66, 67, 68, 69
   breast imaging, 203, 205
   chest imaging, 178, 182
   elbow imaging, 289, 290, 292–5
   female pelvis imaging, 262, 263, 264
   forearm imaging, 297–9
   hand imaging, 301, 303, 304, 305–6, 307, 308–9
   heart and great vessels imaging, 186, 187
   humerus imaging, 284, 285, 286
   internal auditory meatus imaging, 88, 89, 90, 91
   kidneys imaging, 232, 233
   larynx imaging, 117, 118, 119
   liver imaging, 228, 229
   male pelvis imaging, 254, 255, 256, 257, 258, 259
   obstetrics, 266
   orbit imaging, 102, 104
   paranasal sinus imaging, 108, 109
   parathyroid gland imaging, 122–3
   pelvis imaging, 251
   pharynx imaging, 112, 113, 114
   pituitary fossa imaging, 97, 97
   posterior fossa imaging, 88, 89, 90, 91, 91
   salivary gland imaging, 125–6
   shoulder imaging, 270, 273, 275, 276, 277, 278, 280
   spine imaging, 139
      cervical, 143, 144
      lumbar, 157–8, 159, 160, 161
      paediatric
      thoracic, 151–2, 153, 154
      whole, 167–8
   temporal lobe imaging, 82, 83
   temporomandibular joints imaging, 129, 130
   thymus imaging, 199
   thyroid gland imaging, 122–3
   upper limb imaging, 270
   vascular imaging, 247
fat saturation (FAT SAT), 8
fat suppression techniques
   axilla imaging, 214
   breast imaging, 209
   kidney imaging, 237
   lower limb imaging, 341, 342
orbit imaging, 105
pelvis imaging, 260, 264
salivary gland imaging, 126
femur anatomy, 323
femur imaging, 323–6
   artefacts, 326
   contrast usage, 326
   equipment, 324
   image optimization, 325–6
   indications, 323
   patient considerations, 326
   patient positioning, 324
   protocol, 324–5
   technical issues, 325–6
field of view (FOV), 2
   abdomen imaging, 221–2
   adrenal glands imaging, 236, 237
   ankle imaging, 349, 356
   asymmetric, 8, 19–20
   biliary system imaging, 229
   elbow imaging, 294
   female pelvis imaging, 264
   femur imaging, 324, 326
   forearm imaging, 297, 299
   hand imaging, 310
   hips imaging, 310, 315, 318, 321, 322
   humerus imaging, 284, 286
   kidneys imaging, 236, 237
   knee imaging, 328, 336
   liver imaging, 229
   lower limb imaging, 313
   male pelvis imaging, 254, 259, 260
   obstetrics imaging, 266
   pancreas imaging, 244
   pelvis imaging, 252
   rectangular, 8, 19–20
   shoulder imaging, 273, 281
   spine imaging, 155
   tibia and fibula imaging, 339, 341
   vascular imaging, 248, 358, 359, 360, 362
flow compensation (FC), 8
flow phenomena
   artefact remedies, 34, 35, 36–7
   entry slice phenomenon, 36
   intra-voxel dephasing, 36
   TOF phenomenon, 36
fluid alternated inversion recovery (FLAIR)
   sequences, 18
   brain imaging, 67, 68
foot imaging, 351–6
   additional sequences, 355
   artefacts, 356
   contrast usage, 356
   equipment, 351
   image optimization, 356
   indications, 351
   patient considerations, 356
   patient positioning, 351
   protocol, 352–3, 354, 355
   scan plane alignment, 355
   technical issues, 356
forearm anatomy, 296
forearm imaging, 296–9
   artefacts, 299
   contrast usage, 299
   equipment, 296–7
   image optimization, 298–9
   indications, 296
   patient considerations, 299
   patient positioning, 297
   protocol, 297–8
   technical issues, 298–9
functional imaging (fMRI), 29
gadolinium, 54–5, 247
   administration route, 55
   chelates, 55
   liver imaging, 230
   lower limb imaging, 319
   shoulder imaging, 278, 280, 282
   T1 enhancement agents, 55
gating
   cable safety, 44
   cine imaging, 45–6
   lead placement, 41–3
   parameters, 45
   peripheral, 44–5
   trace improvement, 43–4
Gibbs artefact, 40
gradient echo (GRE), 192
   balanced, 26–7
   spine imaging, 169
coherent, 26
   ankle imaging, 345, 347
   brain imaging, 64
   elbow imaging, 292, 294
   foot imaging, 353, 355
   heart and great vessels imaging, 192
   hips imaging, 316, 318
   internal auditory meatus imaging, 88
   knee imaging, 328, 329, 332
   posterior fossa imaging, 88
   shoulder imaging, 280
   spine imaging, 143, 144–5, 146, 151–2, 153
   temporomandibular joint imaging, 146
   wrist and hand imaging, 303, 304
gradient echo (GRE) (cont’d)
  incoherent, 27
    adrenal glands imaging, 232–6
  ankle imaging, 344, 347
  axilla imaging, 212
  biliary system imaging, 225, 226, 227
  brachial plexus imaging, 216
  brain imaging, 67, 68, 69
  breast imaging, 203–5, 207
  chest imaging, 176, 177
  elbow imaging, 289
  femur imaging, 324
  foot imaging, 352
  forearm imaging, 297
  heart and great vessels imaging, 186, 192
  hips imaging, 315, 318–19
  internal auditory meatus imaging, 90, 118
  kidneys imaging, 232–3, 234, 236
  knee imaging, 333
  liver imaging, 225, 226, 227
  lung imaging, 178
  male pelvis imaging, 254, 257, 258
  mediastinum imaging, 178
  pancreas imaging, 240–241
  pituitary fossa imaging, 98
  posterior fossa imaging, 90
  shoulder imaging, 273, 274, 278
  temporal lobe imaging, 82, 84
  temporomandibular joints imaging, 130
  thymus imaging, 198, 199
  tibia and fibula imaging, 339
  vascular imaging, 246, 247, 359
  wrist and hand imaging, 301, 302, 308

Gradient echo EPI (GRE-EPI), 75–6
  abdomen imaging, 228–9
  breast imaging, 208
  lower limb imaging, 347
  pelvis imaging, 257, 259, 264
gradient moment nulling (GMN), 8
  abdominal vascular imaging, 247, 248
  adrenal glands imaging, 237
  ankle imaging, 349
  axilla imaging, 213
  biliary system imaging, 229
  brachial plexus imaging, 218
  brain imaging, 79
  bright blood evaluation, 191
  cervical spine imaging, 148, 149
  elbow imaging, 294
  femur imaging, 326
  flow artefact remedies, 36–7
  foot imaging, 356
  forearm imaging, 299
  hand imaging, 310
  heart and great vessels imaging, 191, 195
  hips imaging, 321
  humerus imaging, 286
  internal auditory meatus imaging, 92–3
  intra-voxel dephasing, 36, 37
  kidneys imaging, 237
  knee imaging, 336
  larynx imaging, 120
  liver imaging, 229
  lower limb vascular imaging, 360
  lumbar spine imaging, 163
  lungs and mediastinum imaging, 181
  neck vascular imaging, 135
  orbits imaging, 105
  pancreas imaging, 244
  paranasal sinuses imaging, 110
  parathyroid gland imaging, 124
  pelvis
    female, 265
    male, 260
  pharynx imaging, 115
  pituitary fossa imaging, 98
  posterior fossa imaging, 93
  salivary glands imaging, 127
  shoulder imaging, 281
  spine imaging, 149, 170
  temporal lobes imaging, 86
  temporomandibular joints imaging, 131, 134
  thoracic spine imaging, 155
  thymus imaging, 200
  thyroid gland imaging, 124
  tibia and fibula imaging, 342
  wrist imaging, 310
gradient moment rephasing (GMR), 8

hand anatomy, 300
hand imaging, 300–310
  additional sequences, 306, 307, 308
  artefacts, 310
  contrast usage, 310
  equipment, 301
  image optimization, 308–10
  indications, 300
  patient considerations, 310
  patient positioning, 301
  protocol, 301, 302, 303, 304–6
  technical issues, 308–10
HASTE (half acquisition single-shot turbo spin echo), 25
head and neck imaging
  brain imaging, 62–80
  internal auditory meatus imaging, 88–94
  larynx imaging, 117–20
  orbit imaging, 100–106
  paranasal sinus imaging, 107–10
  parathyroid gland imaging, 121–4
  pharynx imaging, 111–16
  pituitary fossa imaging, 95–9
  posterior fossa imaging, 88–94
  salivary gland imaging, 125–7
  temporal lobe imaging, 81–7
  temporomandibular joint imaging, 128–31
  thyroid gland imaging, 121–4
vascular imaging
  artefacts, 136
    in brain, 132, 133, 134
  contrast usage, 136
  equipment, 132
  image optimization, 135–6
  indications, 132
  in neck, 134–5
  neck imaging, 134–5
  patient considerations, 136
  patient positioning, 132
  protocol, 132, 133, 134–5
  technical issues, 135–6
heart and great vessel imaging, 184–97
  anatomy, 184, 185
  artefacts, 195
  contrast usage, 193, 194, 197
  equipment, 184
  image optimization, 195
  indications, 184
  patient considerations, 195–6
  patient positioning, 185
  protocol, 185–6
  technical issues, 195
hip anatomy, 314
hip imaging, 314–22
  additional sequences, 318–19, 320
  artefacts, 321–2
  bilateral, 315–16, 317, 318
  contrast usage, 322
  equipment, 315
  image optimization, 319–22
  indications, 314
  patient considerations, 322
  patient positioning, 315
  protocol, 315–18
  technical issues, 319–21
  unilateral, 318
horizontal alignment, 4
humerus anatomy, 283
humerus imaging, 283–6
  artefacts, 286
  contrast usage, 286
  equipment, 283
  image optimization, 285–6
  indications, 283
  patient considerations, 286
  patient positioning, 284
  protocol, 284–5
  technical issues, 285–6
hypervascularity, breast cancer, 202

image optimization, 7
  abdomen imaging, 248
  ankle imaging, 349–50
  axilla imaging, 213
  biliary system imaging, 229
  brachial plexus imaging, 217–18
  brain imaging, 77–9
  breast imaging, 208–9
  cervical spine imaging, 147
  elbow imaging, 294–5
  femur imaging, 325–6
  foot imaging, 356
  forearm imaging, 298–9
  hand imaging, 308–10
  head and neck imaging, 135–6
  heart and great vessels imaging, 195
  hip imaging, 319–22
  humerus imaging, 285–6
  internal auditory meatus imaging, 92–3
  kidney imaging, 236–7
  knee imaging, 335–7
  larynx imaging, 119–20
  liver imaging, 229, 360, 362–3
  lung imaging, 180, 183
  mediastinum imaging, 180, 183
  obstetrics, 266–7
  orbit imaging, 104–5
  pancreas imaging, 244
  paranasal sinus imaging, 110
  parathyroid gland imaging, 123–4
  pelvis imaging, 259–60, 264–5, 266–7
  pharynx imaging, 115–16
  pituitary fossa imaging, 98–9
  posterior fossa imaging, 92–3
  salivary gland imaging, 126–7
  shoulder imaging, 280–281
  temporal lobe imaging, 85–6
image optimization (cont’d)
  temporomandibular joint imaging, 130–131
  thoracic spine imaging, 154–6
  thymus imaging, 199–200
  thyroid gland imaging, 123–4
  tibia and fibula imaging, 341–2
  whole spine imaging, 169–70
  wrist imaging, 308–10
internal auditory meatus (IAM) imaging, 88–94
  additional sequences, 90
  artefacts, 93
  contrast usage, 94
  equipment, 88
  high-resolution technique, 90–91, 91, 92
  image optimization, 93
  indications, 88
  patient considerations, 93
  patient positioning, 88
  protocol, 88, 89
  technical issues, 92–3
intra-cranial aneurysm clips, 49
intra-voxel dephasing, 36
inversion recovery (IR)
  brain imaging, 66, 67
  breast imaging, 207
  EPI, 28
  temporal lobe imaging, 82, 84, 85
iron oxide, 55–6
kidney anatomy, 231
kidney imaging, 231–8
  additional sequences, 233
  artefacts, 237
  contrast usage, 237–8
  equipment, 231
  image optimization, 236–7
  indications, 231
  patient considerations, 237
  patient positioning, 232
  protocol, 232–3, 234–6
  technical issues, 236
knee anatomy, 327
knee imaging, 327–37
  additional sequences, 333–5
  artefacts, 336–7
  contrast usage, 337
  dynamic, 335
  equipment, 327
  image optimization, 335–7
  indications, 327
  patient considerations, 337
  patient positioning, 328
  protocol, 328, 329, 330, 331–2, 333
  technical issues, 335–6
K space, 3, 24–6
larynx anatomy, 111
larynx imaging, 117–20
  additional sequences, 118
  artefacts, 120
  contrast usage, 120
  equipment, 117
  image optimization, 119–20
  indications, 117
  patient considerations, 120
  patient positioning, 117
  protocol, 117–18, 119
  technical issues, 120
leptomeningeal disease, contrast usage, 171
ligand, 55
linear phased array coils, 2
liver anatomy, 223
liver imaging, 223–30
  additional sequences, 228–9
  artefacts, 229
  contrast usage, 230
  equipment, 224
  image optimization, 229
  indications, 223
  metastases, 230
  patient considerations, 230
  patient positioning, 224
  protocol, 224–6, 227
  technical issues, 229
local coils, 3
longitudinal alignment light, 4
lower limb imaging, 311–64
  ankle, 343–50
  femur, 323–6
  foot, 351–6
  hips, 314–22
  knee, 327–37
  tibia and fibula, 338–42
vascular imaging, 357–64
  artefacts, 362–3
  contrast usage, 363–4
  equipment, 358
  image optimization, 360, 362–3
  indications, 357–8
  patient considerations, 363
  patient positioning, 359
  protocol, 359–60
  technical issues, 360, 362
lumbar spine imaging, 157–66
  additional sequences, 160–161
Index

373

artefacts, 163–4, 166
contrast usage, 166
equipment, 157
image optimization, 161–6
indications, 157
patient considerations, 166
patient positioning, 157
protocol, 157–8, 159, 160
technical issues, 161–3
lung imaging, 175–83
artefacts, 180, 183
contrast usage, 183
equipment, 176
image optimization, 180, 183
indications, 175
patient considerations, 183
patient positioning, 176
protocol, 176–7
technical issues, 180
lungs anatomy, 175

magic angle, shoulder imaging, 281, 350
magnet–haemodynamic effect, 196
magnetic resonance angiography (MRA), 30–33
abdominal imaging, 246, 247, 248, 249
abdomen vascular imaging, 246–8
contrast-enhanced, 31–2
lower limb vascular imaging, 359
magnetization transfer contrast, 32–3
phase contrast, 31
time of flight, 30–31
magnetic resonance arthrography
ankle imaging, 350
elbow imaging, 295
hand imaging, 310
hip imaging, 322
knee imaging, 337
shoulder imaging, 278
wrist imaging, 310
magnetic safety, 48–9
magnetic susceptibility, 40
magnetization transfer (MT) contrast, 32–3
magnetophosphenes, 50
mediastinum anatomy, 175
mediastinum imaging, 175–83
artefacts, 180, 183
contrast usage, 183
equipment, 176
image optimization, 180, 183
indications, 175
patient considerations, 183
patient positioning, 176
protocol, 176–7
technical issues, 180
metastases
counter use, 171
liver, 230
multiphase imaging, 192

neck see head and neck imaging
neovascularity, breast cancer, 202
nephrogenic systemic fibrosis (NSF), 55, 247

number of excitation/signal averages
(NEX/NSA), 22
abdominal imaging, 222
foot imaging, 356
hand imaging, 309
hips imaging, 321
humerus imaging, 286
lower limb imaging, 313
lung imaging, 180
mediastinum imaging, 180
obstetrics, 267
pelvis imaging, 252
spine imaging, 149, 155
upper limb imaging, 271
wrist imaging, 309

obstetrics, 266–8
artefacts, 267
contrast usage, 268
equipment, 266
image optimization, 266–7
indications, 266
patient considerations, 267
patient positioning, 266
protocol, 266
technical issues, 266–7
orbit imaging, 100–106
additional sequences, 104
artefacts, 105
contrast usage, 106
equipment, 100–101
image optimization, 104–5
indications, 100
patient considerations, 105–6
patient positioning, 101
protocol, 102, 103, 104
technical issues, 104–5

orbits
  anatomy, 100, 101
  fat content, 105
oversampling, 8

pacemakers, 49
pancreas anatomy, 239
pancreas imaging, 239–45
artefacts, 244
contrast usage, 245
equipment, 239
image optimization, 244
indications, 239
patient considerations, 244
patient positioning, 240
protocol, 240–241, 242–3
technical issues, 244
parallel imaging, 3
parameters, 15, 16–17
combination, 21
gating, 45
spatial resolution, 19
and trade-offs, 15, 21, 22
volume imaging, 20–21
paranasal sinuses anatomy, 107
paranasal sinus imaging, 107–110
additional sequences, 109
artefacts, 110
contrast usage, 110
equipment, 107
image optimization, 110
indications, 107
patient considerations, 110
patient positioning, 107–8
protocol, 108–9
technical issues, 110
parathyroid gland imaging, 121–4
artefacts, 124
contrast usage, 124
equipment, 121
image optimization, 123–4
indications, 121
patient considerations, 124
patient positioning, 122
protocol, 122–3
technical issues, 123–4
patient(s)
considerations, 7
counselling, 51–2
immobilization, 52–3
information for, 51
system intercom, 52
patient care, 48–53
after care, 53
patient positioning, 4, 6, 52–3
foam pads, 50, 53
patient safety, 48–50
magnetophosphenes, 50
screening, 48–9
pelvis anatomy, 261
pelvis imaging, 250–268
female, 261–5
additional sequences, 264
anatomy, 261
artefacts, 264–5
contrast usage, 265
equipment, 261
image optimization, 264–5
indications, 261
patient considerations, 265
patient positioning, 262
protocol, 262, 263, 264
technical issues, 264
male, 253–60
additional sequences, 257, 258, 259
anatomy, 253
artefacts, 260
contrast usage, 260
equipment, 253–4
image optimization, 259–60
indications, 253
patient considerations, 260
patient positioning, 254
protocol, 254, 255–8
technical issues, 259–60
obstetrics, 266–8
artefacts, 267
contrast usage, 268
equipment, 266
image optimization, 266–7
indications, 266
patient considerations, 267
patient positioning, 266
protocol, 266
technical issues, 266–7
perfusion imaging, 30
peripheral gating (Pe gating), 44–5
pharynx anatomy, 111
pharynx imaging, 111–16
additional sequences, 112, 115
artefacts, 115–16
contrast usage, 116
equipment, 111
image optimization, 115–16
indications, 111
patient considerations, 116
patient positioning, 112
protocol, 112, 113, 114
technical issues, 115
phase contrast MRA (PC-MRA), 31
phase mismapping, 38
pituitary fossa imaging, 95–9
  additional sequences, 97–8
  anatomy, 95, 96
  artefacts, 99
  contrast usage, 99
  equipment, 95
  image optimization, 98–9
  indications, 95
  patient considerations, 99
  patient positioning, 96
  protocol, 96–7, 96, 97
  technical issues, 98
posterior fossa imaging, 88–94
  additional sequences, 90
  artefacts, 93
  contrast usage, 94
  equipment, 88
  high-resolution technique, 90–91, 91, 92
  image optimization, 92–3
  indications, 88
  patient considerations, 93
  patient positioning, 88
  protocol, 88, 89
  technical issues, 92–3
protocol, 4, 6
proton density (PD), 23
  brachial plexus imaging, 216
  brain imaging, 64, 66
  larynx imaging, 118
  orbit imaging, 109
  paranasal sinus imaging, 112
  parathyroid gland imaging, 122–3
  salivary gland imaging, 125–6
  thyroid gland imaging, 122–3
pulse sequences, 23–33
radio-frequency (RF) pulses, 2
real-time imaging, 28
receive bandwidth, 22
reduction factor, 3
repetition time (TR), 15
  BGRE, 26–7
  FSE, 24
  GRE, 26
  spatial pre-saturation, 37
  volume imaging, 20
respiratory bellows, 47
respiratory compensation (RC), 8, 46–7
  biliary system imaging, 229
  liver imaging, 229
  lung imaging, 180
  mediastinum imaging, 180
  pancreas imaging, 244
  phase reordered, 25
  thoracic spine imaging, 156
respiratory triggering, 47
safety
  cables, 44, 50
  coils, 50
  patient, 48–50
salivary gland imaging, 125–7
  additional sequences, 126
  artefacts, 127
  contrast usage, 127
  equipment, 125
  image optimization, 126–7
  indications, 125
  patient considerations, 127
  patient positioning
    for parotid glands, 125
    for submandibular glands and cervical nodes, 125
  protocol, 125–6
  technical issues, 126–7
scan time, 19–21
secretin, enhancement agent, 245
short tau inversion recovery (STIR) sequences
  abdomen imaging, 221
  ankle imaging, 345
  elbow imaging, 290, 291, 292
  femur imaging, 324
  foot imaging, 353, 356
  forearm imaging, 298
  hip imaging, 321, 322
  humerus imaging, 285
  knee imaging, 331
  pelvis imaging, 251
  tibia and fibula imaging, 339, 341
  upper limb imaging, 270
  wrist imaging, 303
short TI inversion recovery (STIR) sequences
  axilla imaging, 212
  breast imaging, 207
  orbit imaging, 18, 25, 102, 104
  spine imaging, 161, 168
shoulder anatomy, 272
shoulder imaging
  additional sequences, 276, 278, 279, 280
  artefacts, 281
  contrast usage, 282
  equipment, 272
  image optimization, 280–281
  indications, 272
  magic angle, 281, 350
shoulder imaging (cont’d)
   patient considerations, 282
   patient positioning, 273
   protocol, 273, 274–7
   spin dephasing, 281
   technical issues, 280
signal to noise ratio (SNR), 2, 15
   abdominal vascular imaging, 248
   ankle imaging, 349
   axilla imaging, 213
   decision strategies, 21
   elbow imaging, 294
   foot imaging, 356
   hand imaging, 309
   heart and great vessels imaging, 195
   hip imaging, 320
   internal auditory meati imaging, 92, 93
   knee imaging, 336
   larynx imaging, 119
   lung imaging, 180
   mediastinal imaging, 180
   orbit imaging, 105
   pancreas imaging, 244
   paranasal sinus imaging, 110
   parathyroid gland imaging, 123
   pelvis imaging
      female, 264
      male, 259
   pharynx imaging, 115
   pituitary fossa imaging, 98–9
   salivary gland imaging, 126
   shoulder imaging, 280
   spatial resolution, 18–19
spine imaging
   cervical, 147–8
   lumbar, 161, 163
   thoracic, 154–5
   whole spine, 169–70
temporal lobe imaging, 86
temporomandibular joint imaging, 130
thymus imaging, 199
thyroid gland imaging, 123
tibia and fibula imaging, 341
T1 weighted images, 54
volume imaging, 20–21
wrist imaging, 309
silicone imaging, 207
silicone suppression, 207
single-shot EPI (SS-EPI)
   brain imaging, 79
   breast imaging, 208
single shot fast spin echo (SS-FSE), 24–5
   adrenal glands imaging, 233, 236
   ankle imaging, 347
   biliary system imaging, 225, 226, 228–9
   brain imaging, 66, 67, 69
   breast imaging, 208
   femur imaging, 324
   kidney imaging, 233, 236
   liver imaging, 225, 227, 228–9
   obstetrics, 266, 267
   pancreas imaging, 241, 242, 243
   pelvis imaging
      female, 264
      male, 257, 259
   temporomandibular joint imaging, 129
   tibia and fibula imaging, 339
SPAMM (spatial modulation of magnetization) tagging, 192–3
spatial pre-saturation pulses, 37
spatial resolution, 18–19
spectrally selective inversion recovery (SPIR), 8
spectral pre-saturation, 18
spin echo (SE)
   adrenal gland imaging, 232, 233
   ankle imaging, 344, 345, 347
   axilla imaging, 212–13
   biliary system imaging, 224, 225, 226, 228, 229
   brachial plexus imaging, 216, 217
   brain imaging, 64, 65, 66, 69, 70
   breast imaging, 203, 205, 206
   chest imaging, 177
coronar protocol, 6–7
elbow imaging, 289, 290, 291, 293, 294
female pelvis imaging, 262, 264
femur imaging, 324–6
foot imaging, 352, 353, 355
forearm imaging, 297–9
heart and great vessels imaging, 186, 188
hips imaging, 315, 316, 318, 319, 321, 322
humerus imaging, 284–6
internal auditory meati imaging, 88, 89
kidney imaging, 232, 233
knee imaging, 320, 330
larynx imaging, 117
liver imaging, 224, 225, 226, 228, 229
male pelvis imaging, 254, 257, 260
obstetrics, 266
index

102, 103, 104
240, 244
108–9
122–3
88, 89
23
125–6
273, 275, 276, 280
143, 144
157–8, 159, 160
151–2
167–8
81–7
128–31
129–30
131
131
128
131
128
130
130–131
128
55
150–156
154
155–6
156, 171
151
154–6
151
156, 170–171
151
151–2, 153, 154
154–5
198–200
199–200
200
198
199–200
200
198
199
121, 122
121–4
124
121
123–4
121
124
122
122–3
123–4
338
338–42
342
342
338–9
tibia and fibula imaging (cont’d)
  image optimization, 341–2
  indications, 338
  patient considerations, 342
  patient positioning, 339
  protocol, 339–41
  technical issues, 341
  time of flight (TOF)
    MRA, 30–31
    phenomenon, 36
  tissue suppression techniques, 8, 18
  transceivers, 2
  transmetallation, 55
  truncation, 40
  ‘T2 shine-through’, 72
turbo factor, 24
turbo spin echo (TSE), 24–5
T1 weighting, 23
  contrast characteristics, 32, 33
  conventional IR, 25–6
  incoherent gradient echo, 27
  sagittal SE, 65, 66
T2 weighting, 23
  BGRE, 26–7
  brain, axial/oblique FSE, 64
  coherent gradient echo, 26
  contrast characteristics, 32, 33
  fast spin echo, 24–5
  steady-state free precession, 28
velocity encoding or VENC, 31
vertical alignment light, 4
volume coils, 2
volume imaging, 20–21
volume phased array imaging, 3
whole spine imaging, 167–71
  additional sequences, 168–9
  artefacts, 170
  equipment, 157
  image optimization, 169–70
  indications, 167
  patient positioning, 167
  protocol, 167–8
  technical issues, 169–70
wrist anatomy, 300
wrist imaging, 300–310
  additional sequences, 306, 307, 308
  artefacts, 310
  contrast usage, 310
  equipment, 301
  image optimization, 308–10
  indications, 300
  patient considerations, 310
  patient positioning, 301
  protocol, 301, 302, 303, 304–6
  technical issues, 308–10
X axis, 4, 5
  gradient pulses, 29–30
Y axis, 4, 5
  gradient pulses, 29–30
Z axis, 4, 5
  gradient pulses, 29–30