Index

AAMI see Association for the Advancement of Medical Instrumentation
Acanthameoba castellanii 117–18
accidental spillages and leakages 387
accountability 429
acids
chemistry and chemicals 135, 138–9, 147
cleaning procedures 182, 217–18
disinfection 242–3
acquired immunodeficiency syndrome see HIV/AIDS
activated carbon filters 421, 423–4
acupuncture 58
adenosine triphosphate (ATP) 263, 405, 407
adhesive labels 403
aeration 330, 332–3, 338–9, 345, 358–9
AESOP see automated endoscopic system for optimal positioning
air handling systems 64–5
air removal 302–4, 309–10
alcohol-based cleaners 151–5
alcohol-based disinfectants 231–2
aldehyde-based disinfectants 232–5, 249–50
alkalis
chemistry and chemicals 135, 138–9, 147
cleaning procedures 182, 218
disinfection 242–3, 256
aluminum 73
aluminum foil tests 408–10
American National Standards Institute (ANSI) 15
cleaning procedures 212
disinfection 245
inspection and packaging 273, 285–6
sterilization 323, 326, 336, 349, 353
storage and distribution 369
aminoglycosides 113
amoeba 117
anatomy and physiology 18–51
cardiovascular system 18, 23–31
digestive system 18, 24, 31–3
dermis system 25, 33–6
human body structures 18–20
integumentary system 25, 36–8
lymphatic system 25, 38–9
muscular system 26, 39–40
nervous system 18, 26, 40–2
reproductive system 27, 42–3
respiratory system 18, 28, 43–4
skeletal system 28, 44–7
urinary system 29, 48
anesthesia 59, 63–4, 70
ANSI see American National Standards Institute
antibiotics 5, 113–14, 124
antifungal drugs 117
antimicrobial activity 1–3, 7–9, 13
anatomy and physiology 39
chemistry and chemicals 130, 133, 135, 139, 141–2, 147–57
cleaning procedures 180, 182
disinfection 219, 222–4, 228–50, 254–6
microbiology 111, 125, 127
water quality 418, 424
antisepsis 150–2, 241–2, 254–5
Apergillus fumigatus 115–16
apheresis 58
archaea 114
Aristotle 2, 4
Ascaris lumbricoides 120
aseptic techniques 4–5, 65–9
aspiration instruments 78, 88–9
Association for the Advancement of Medical Instrumentation (AAMI) 15
cleaning procedures 212
disinfection 245
inspection and packaging 261, 273, 286
sterilization 323, 326, 336, 342, 349, 353
storage and distribution 369
atherectomy 57
ATP see adenosine triphosphate
audit procedures 373, 404
Australia Regulations 13–14, 244, 286
autoclaves see steam sterilizers
automated endoscopic system for optimal positioning (AESOP) 91, 93
automated systems 12
disinfection 224, 226–7, 409
post-procedure handling 170–1
automatic identification and data capture (AIDC) 402–3
β-lactams 113–14
Bacillus anthracis 5
B. atropheus 108, 293–4, 325, 329, 356, 416
Bacon, Francis 3
bacterial infections
chemistry and chemicals 148–51, 153
disinfection 219–20, 222, 227, 230, 241
historical development 5
management principles 414–16
microbiology 101–2, 106–14
safety issues 371
sterilization 291–5, 301, 325, 329, 337, 342, 356
water quality 420–1
Balantidium coli 117
Balfour retractors 87
bar codes 402–4
Basel Convention 387
bases see alkalis
bedside procedures 205
BI see biological indicators
biguanides 243
biochemical tests 262–3, 405, 407
biocides 135, 148–57, 222, 231–43
biofilms 107, 109, 113
biohazards 167, 170
biological indicators (BI) 297–8, 308, 310–11, 315–20, 356, 414–16
biopsies 58, 96–7, 99

<table>
<thead>
<tr>
<th>Page</th>
<th>Index Entries</th>
</tr>
</thead>
<tbody>
<tr>
<td>438</td>
<td>blader 48</td>
</tr>
<tr>
<td></td>
<td>blood</td>
</tr>
<tr>
<td></td>
<td>anatomy and physiology 23, 29</td>
</tr>
<tr>
<td></td>
<td>cleaning procedures 209, 215</td>
</tr>
<tr>
<td></td>
<td>infections 122</td>
</tr>
<tr>
<td></td>
<td>inspection and packaging 263</td>
</tr>
<tr>
<td></td>
<td>instrumentation 84</td>
</tr>
<tr>
<td></td>
<td>management principles 407</td>
</tr>
<tr>
<td></td>
<td>post-procedure handling 162</td>
</tr>
<tr>
<td></td>
<td>surgical and medical procedures 64</td>
</tr>
<tr>
<td></td>
<td>transfections 57</td>
</tr>
<tr>
<td></td>
<td>blood pressure (BP) monitors 98–9</td>
</tr>
<tr>
<td></td>
<td>bone cutters 80</td>
</tr>
<tr>
<td></td>
<td>bone gougos 80</td>
</tr>
<tr>
<td></td>
<td>bone holder forceps 83–4</td>
</tr>
<tr>
<td></td>
<td>bone marrow aspiration 58</td>
</tr>
<tr>
<td></td>
<td>bone screws and plates 90, 92</td>
</tr>
<tr>
<td></td>
<td>Borgognoni, Theodoric 3</td>
</tr>
<tr>
<td></td>
<td>bovine spongiform encephalopathy (BSE) 103, 434</td>
</tr>
<tr>
<td></td>
<td>box joints 77</td>
</tr>
<tr>
<td></td>
<td>Boyle’s Law 133</td>
</tr>
<tr>
<td></td>
<td>BP see blood pressure</td>
</tr>
<tr>
<td></td>
<td>brain 40–1</td>
</tr>
<tr>
<td></td>
<td>Brazil Regulations 244</td>
</tr>
<tr>
<td></td>
<td>Brearly, Harry 70</td>
</tr>
<tr>
<td></td>
<td>BSE see bovine spongiform encephalopathy</td>
</tr>
<tr>
<td></td>
<td>bubonic plague 3</td>
</tr>
<tr>
<td></td>
<td>calipers 89–90</td>
</tr>
<tr>
<td></td>
<td>Canada Regulations 14, 244–5</td>
</tr>
<tr>
<td></td>
<td><strong>Candida albicans</strong> 109, 115–16</td>
</tr>
<tr>
<td></td>
<td>capsules 107, 113</td>
</tr>
<tr>
<td></td>
<td>carbohydrates 19–20</td>
</tr>
<tr>
<td></td>
<td>cardboard packaging 364</td>
</tr>
<tr>
<td></td>
<td>cardiac catheterization 53</td>
</tr>
<tr>
<td></td>
<td>cardiovascular system 18, 23–4, 29–31</td>
</tr>
<tr>
<td></td>
<td>cart washers 201–2</td>
</tr>
<tr>
<td></td>
<td>CAT see computerized axial tomography</td>
</tr>
<tr>
<td></td>
<td>cavitation energy tests 408–9</td>
</tr>
<tr>
<td></td>
<td>cavities 22–3</td>
</tr>
<tr>
<td></td>
<td>CDC see Center for Disease Control cell structure 19, 103–4, 107</td>
</tr>
<tr>
<td></td>
<td>Center for Disease Control (CDC) 245</td>
</tr>
<tr>
<td></td>
<td>central sterile services departments (CSSD) 9, 159</td>
</tr>
<tr>
<td></td>
<td>cephalosporins 113–14</td>
</tr>
<tr>
<td></td>
<td>change management 395–6</td>
</tr>
<tr>
<td></td>
<td>Charles’ Law 133</td>
</tr>
<tr>
<td></td>
<td>checklists 271–2</td>
</tr>
<tr>
<td></td>
<td>chelating agents 135, 145</td>
</tr>
<tr>
<td></td>
<td>chemical indicators (CI)</td>
</tr>
<tr>
<td></td>
<td>disinfection 247–8</td>
</tr>
<tr>
<td></td>
<td>management principles 409–14</td>
</tr>
<tr>
<td></td>
<td>sterilization 298–9, 308, 310–11, 315–20, 346–7, 357</td>
</tr>
<tr>
<td></td>
<td>storage and distribution 369</td>
</tr>
<tr>
<td></td>
<td>chemical tests 262–3</td>
</tr>
<tr>
<td></td>
<td>chemical waste 381, 383</td>
</tr>
<tr>
<td></td>
<td>chemistry and chemicals 130–57</td>
</tr>
<tr>
<td></td>
<td>antimicrobial activity 130, 133, 135, 139, 141–2, 147–57</td>
</tr>
<tr>
<td></td>
<td>cleaning procedures 135, 139, 144–7, 174, 179–82, 185, 188–90, 194–5, 206–10, 216–18</td>
</tr>
<tr>
<td></td>
<td>disinfection 131, 135, 139, 152–5, 222–4, 231–43, 249–54, 256–8</td>
</tr>
<tr>
<td></td>
<td>elements 130–2</td>
</tr>
<tr>
<td></td>
<td>light, radiation and electromagnetic spectrum 141–2</td>
</tr>
<tr>
<td></td>
<td>measurement and physical properties 136–41</td>
</tr>
<tr>
<td></td>
<td>mixtures, formulations and solutions 134–5</td>
</tr>
<tr>
<td></td>
<td>pH scale 138–9</td>
</tr>
<tr>
<td></td>
<td>phases of matter 131–4</td>
</tr>
<tr>
<td></td>
<td>post-procedure handling 160, 163–5</td>
</tr>
<tr>
<td></td>
<td>product selection and application 143–4</td>
</tr>
<tr>
<td></td>
<td>safety issues 142–3, 370, 372–5</td>
</tr>
<tr>
<td></td>
<td>sterilization 131, 133, 139, 155–7, 292–3, 321, 328–59</td>
</tr>
<tr>
<td></td>
<td>chemotherapy 57</td>
</tr>
<tr>
<td></td>
<td>childbirth 83–4</td>
</tr>
<tr>
<td></td>
<td>chisels 80</td>
</tr>
<tr>
<td></td>
<td>chlorhexidine 151–2, 164, 243</td>
</tr>
<tr>
<td></td>
<td>chlorine-based disinfectants 235–6</td>
</tr>
<tr>
<td></td>
<td>chlorine dioxide-based disinfectants 240, 249–50, 356</td>
</tr>
<tr>
<td></td>
<td>chloroxylenol 241–2</td>
</tr>
<tr>
<td></td>
<td>CI see chemical indicators</td>
</tr>
<tr>
<td></td>
<td>ciliates 117</td>
</tr>
<tr>
<td></td>
<td>civil laws 397</td>
</tr>
<tr>
<td></td>
<td>CJD see Creutzfeld–Jakob disease</td>
</tr>
<tr>
<td></td>
<td>clamping instruments 78, 84–5</td>
</tr>
<tr>
<td></td>
<td>cleaning indicators 215, 408</td>
</tr>
<tr>
<td></td>
<td>cleaning procedures 1–2, 173–218</td>
</tr>
<tr>
<td></td>
<td>automated cleaning 187–202, 206–7</td>
</tr>
<tr>
<td></td>
<td>basic principles 179–83</td>
</tr>
<tr>
<td></td>
<td>chemistry and chemicals 135, 139, 144–7, 174, 179–82, 185, 188–90, 194–5, 206–10, 216–18</td>
</tr>
<tr>
<td></td>
<td>decontamination areas 9–11</td>
</tr>
<tr>
<td></td>
<td>decontamination cycle 8</td>
</tr>
<tr>
<td></td>
<td>disassembly and preparation 177–9, 185–6, 216</td>
</tr>
<tr>
<td></td>
<td>endoscopy 177, 183, 194, 196, 199–200, 204–7, 424–7</td>
</tr>
<tr>
<td></td>
<td>guidelines, standards and testing 187, 190–1, 202, 211–15</td>
</tr>
<tr>
<td></td>
<td>infections 125–9</td>
</tr>
<tr>
<td></td>
<td>inspection and packaging 261, 264</td>
</tr>
<tr>
<td></td>
<td>management principles 405–9</td>
</tr>
<tr>
<td></td>
<td>manual cleaning 183–7, 206–7</td>
</tr>
<tr>
<td></td>
<td>post-procedure handling 162–5, 166</td>
</tr>
<tr>
<td></td>
<td>receiving and sorting 174–7</td>
</tr>
<tr>
<td></td>
<td>regulations 14</td>
</tr>
<tr>
<td></td>
<td>single-use devices 427–8</td>
</tr>
<tr>
<td></td>
<td>Spaulding classification 6–8, 177</td>
</tr>
<tr>
<td></td>
<td>special considerations 202–11</td>
</tr>
<tr>
<td></td>
<td>sterilization 307, 311, 321</td>
</tr>
<tr>
<td></td>
<td>troubleshooting problems 216–18</td>
</tr>
<tr>
<td></td>
<td><strong>Clostridium</strong> spp. 108, 112</td>
</tr>
<tr>
<td></td>
<td>code scanners 403–4</td>
</tr>
<tr>
<td></td>
<td>cold forging 74</td>
</tr>
<tr>
<td></td>
<td>collagen 58</td>
</tr>
<tr>
<td></td>
<td>communication 394, 395</td>
</tr>
<tr>
<td></td>
<td>compatibility 144</td>
</tr>
<tr>
<td></td>
<td>complex instruments 177–8</td>
</tr>
<tr>
<td></td>
<td>computerized axial tomography (CAT) 57</td>
</tr>
<tr>
<td></td>
<td>conditioning stage 297, 301–2, 329, 338, 343</td>
</tr>
<tr>
<td></td>
<td>conductivity 140, 312, 421</td>
</tr>
<tr>
<td></td>
<td>conflict management 396</td>
</tr>
<tr>
<td></td>
<td>connective tissue 18</td>
</tr>
<tr>
<td></td>
<td>container/containment systems 165, 167–71, 279, 281–2, 290, 364</td>
</tr>
<tr>
<td></td>
<td>contaminated waste materials 2</td>
</tr>
<tr>
<td></td>
<td>continuous process washers 197–8, 209</td>
</tr>
<tr>
<td></td>
<td>conversion factors 136–8</td>
</tr>
<tr>
<td></td>
<td>copper 243</td>
</tr>
<tr>
<td></td>
<td>coronary angiograms 57</td>
</tr>
<tr>
<td></td>
<td>corrosion inhibitors 135</td>
</tr>
<tr>
<td></td>
<td>cosmetic/plastic surgery 59, 60</td>
</tr>
<tr>
<td></td>
<td>Creutzfeld–Jakob disease (CJD) 103, 208, 434</td>
</tr>
<tr>
<td></td>
<td>criminal laws 397</td>
</tr>
<tr>
<td></td>
<td>critical devices 7–8</td>
</tr>
<tr>
<td></td>
<td>chemistry and chemicals 154</td>
</tr>
<tr>
<td></td>
<td>cleaning procedures 177, 201, 424–7</td>
</tr>
<tr>
<td></td>
<td>disinfection 219–20, 223</td>
</tr>
<tr>
<td></td>
<td>inspection and packaging 259–60</td>
</tr>
<tr>
<td></td>
<td>storage and distribution 360, 361</td>
</tr>
<tr>
<td></td>
<td>crushing clamps 84–5</td>
</tr>
<tr>
<td></td>
<td><strong>Cryptosporidium parvum</strong> 117–18</td>
</tr>
<tr>
<td></td>
<td>CSSD see central sterile services departments</td>
</tr>
<tr>
<td></td>
<td>curetes 81</td>
</tr>
<tr>
<td></td>
<td>cutting instruments 77–81, 92</td>
</tr>
<tr>
<td></td>
<td>cytotoxic chemicals 160–2</td>
</tr>
<tr>
<td></td>
<td>cytotoxic waste 382–4</td>
</tr>
<tr>
<td></td>
<td>D-values 295–6, 301</td>
</tr>
<tr>
<td></td>
<td>DAI see device associated infections</td>
</tr>
<tr>
<td></td>
<td>data matrices 402–4</td>
</tr>
<tr>
<td></td>
<td>decontamination areas 9–12</td>
</tr>
<tr>
<td></td>
<td>decontamination cycle 8–9</td>
</tr>
<tr>
<td></td>
<td>dedicated lifts 366–7</td>
</tr>
<tr>
<td></td>
<td>delegation 394–5</td>
</tr>
<tr>
<td></td>
<td>dental caries 58</td>
</tr>
<tr>
<td></td>
<td>dental instruments 92–4, 177, 200</td>
</tr>
<tr>
<td></td>
<td>dental surgeries 53</td>
</tr>
<tr>
<td></td>
<td>dental system 46–7</td>
</tr>
<tr>
<td></td>
<td>deoxyribonucleic acid (DNA) 19–20, 103–5, 107–8</td>
</tr>
<tr>
<td></td>
<td>depth gauges 89–90</td>
</tr>
<tr>
<td></td>
<td>detection kits 215</td>
</tr>
<tr>
<td></td>
<td>device associated infections (DAI) 127–8</td>
</tr>
<tr>
<td></td>
<td>diagnostic procedures 52, 56–8</td>
</tr>
<tr>
<td></td>
<td>dialysis 57–8</td>
</tr>
<tr>
<td></td>
<td>diathermy forceps 82–3</td>
</tr>
</tbody>
</table>
grasping instruments 78, 81–5, 92, 94, 96

HAI see healthcare-acquired infections

halogen-based disinfectants 235–6

hand transport 365

Hard water 183, 187, 217, 312–13, 418–23

hemostatic forceps 266

hematology

Helminthic infections

heart 29–31

heat-sealing 282, 284

heavy metal-rich waste 381, 383

halogen-based disinfectants 235–6

hand and skin hygiene 1

chemistry and chemicals 151–2

historical development 3–5

infections 123–6, 128

safety issues 371

surgical and medical procedures 63–6

hand transport 365

hard water 183, 187, 217, 312–13, 418–23

hazard labels see safety warning symbols

health and safety see safety issues

healthcare-acquired infections (HAI) 6, 127–8

heart 29–31

heat-sealing 282, 284

high efficiency particulate air (HEPA) filters

hepatitis viruses 105–6, 371–2

high efficiency particulate air (HEPA) filters

disinfection 229–31

inspection and packaging 260

microbiology 127

sterilization 327, 341, 348

storage and distribution 361

surgical and medical procedures 64–5

high temperature formaldehyde/alcohol 337–40

highly infectious waste 381

hinge joints 77

Hippocrates 2–3, 70

historical development 2–6, 70–1

HIV/AIDS 104–5, 111, 371–2

holding instruments 78, 81–5, 92, 94, 96

hooks 86, 267

hormones 35

hot forging 74

HPV see human papillomavirus

HRC see Rockwell Hardness

human immunodeficiency virus see HIV/AIDS

human papillomavirus (HPV) 104–5

hydrogen peroxide

basic sterilization principles 343–7

guidelines and standards 348–9

properties and characteristics 341–3, 357–8

sterilization 292, 341–9

sterilizer design and components 347–8

hydrolysis 145–7

ICP-MS see inductively coupled plasma mass spectrometry

IDLH see immediately dangerous to life or health

immediate use sterilization 302, 308–9, 360

immediately dangerous to life or health (IDLH) 357–8

immersion baths

cleaning procedures 181, 189, 191–4, 205–7, 216

disinfection 227, 251, 256

endoscopy 425

management principles 408–10

immunity 39

immunization

immunity 39

infection control nurses see nurses

infectious waste 381, 383

influenza viruses 104–5

infectious waste 381, 383

infection control nurses see nurses

in-pack chemical indicators 413–14

in-pack chemical indicators 413–14

disassembly and preparation for 177–9, 185–6, 216

disinfection 219–58, 424–8

endoscopy 93–9

exposing and retracting 76, 78, 84–7, 93

graspers and holding 78, 81–4, 92, 94, 96

historical development 5–6, 70–1

infections 122, 125, 127–8

inspection and packaging 259–90

instrument marking 75

loan devices and sets 202–3, 429–31

maintenance, repairs and replacements 269–71

manufacturers and suppliers 73–5

materials and manufacture 70, 72–3, 74–5

measuring and positioning 77, 89–90

microsurgery 90–2

miscellaneous 78, 90–100

post-procedure handling 158–72

powered tools 78, 90–1

procedures and techniques 54, 65–9

quality standards 71, 73–4

re-usable 71–2, 92, 159–60, 165, 176–7, 360

robotic surgery 91–3

safety issues 370, 375–6

single-use 71–2, 92, 159–60, 165, 176, 427–8

Spaulding classification 6–8, 53–4, 154

sterilization 291–359, 424–8

storage and distribution 360–9

suction irrigation/aspiration 76, 78, 88–9, 93

suturing or stapling 78, 87–8

tattooing 92, 94

in-pack chemical indicators 413–14

inspection 261–9

area design consideration 259–61

cleaning procedures 186

decommissioning areas 9–11

decommissioning cycle 9

disinfection 210–11, 213

guidelines and standards 261, 264

laundry items 431–3

maintenance, repair and replacements 269–71

installation qualification (IQ) 411

instrumentation 1, 70–100

aseptic technique 65–9

basic, everyday instruments 76–7

chemistry and chemicals 144–5, 154–5

clamping and occluding 78, 84–5

classification 77–8

cleaning procedures 173–218, 424–8

cutting and dissecting 77–81, 92

decommissioning cycle 8–9

dental surgery 92–4

device and tray assembling 271–6

dilating 76, 78, 89

disassembly and preparation for cleaning 177–9, 185–6, 216

disinfection 219–58, 424–8

endoscopy 93–9

exposing and retracting 76, 78, 84–7, 93

grasp and holding 78, 81–4, 92, 94, 96

historical development 5–6, 70–1

infections 122, 125, 127–8

inspection and packaging 259–90

instrument marking 75

loan devices and sets 202–3, 429–31

maintenance, repairs and replacements 269–71

manufacturers and suppliers 73–5

materials and manufacture 70, 72–3, 74–5

measuring and positioning 78, 89–90

microsurgery 90–2

miscellaneous 78, 90–100

post-procedure handling 158–72

powered tools 78, 90–1

procedures and techniques 54, 65–9

quality standards 71, 73–4

re-usable 71–2, 92, 159–60, 165, 176–7, 360

robotic surgery 91–3

safety issues 370, 375–6

single-use 71–2, 92, 159–60, 165, 176, 427–8

Spaulding classification 6–8, 53–4, 154

sterilization 291–359, 424–8

storage and distribution 360–9

suction irrigation/aspiration 76, 78, 88–9, 93

suturing or stapling 78, 87–8

tattooing 92, 94
types and descriptions 75–100
viewing 78, 88–9
water quality 418
integumentary system 25, 36–8
internal chemical indicators 413–14
International Organization for
Standardization (ISO) 14–17
cleaning procedures 187, 190–1, 202, 211–12
disinfection 225, 243–5, 247–8, 253
inspection and packaging 261, 285–6
instrumentation 71, 74
management principles 399, 404, 408–9, 417
sterilization 293, 298–9, 322–3, 326–7, 336, 349, 353–4
International Regulations 244
intra-operative care 56, 67–8
ISO
irrigation systems 206–7
iodine-based disinfectants 235–6
iodine-based cleaners 151–4, 164
iodine-based disinfectants 235–6
IQ see installation qualification
IR see infrared
irrigation systems 206–7
ISO see International Organization for Standardization
just-in-time (JIT) system 401
Keen, William V. 4–5
kidneys 48
Koch, Robert 5
Korea Regulations 244
label identification 285–7
labeling standards 142–3
landfill 384, 386
large-chamber washers 201–2
large intestine 33
laryngoscopy 94–6, 426–7
larynx 32–3
loading trays see trays
loan devices and sets 202–3, 429–31
low temperature steam formaldehyde (LTSF) 337–40
LPS see lipopolysaccharide
lumbar puncture (LP) 58
lymphatic system 25, 38–9
MAC see maximum allowable concentrations
Machinery Directive 13
microwave disinfection 228–9
minimum effective concentration (MEC) 248, 250
mixtures 134–5
MMR see measles-mumps-rubella
moist heat disinfection 225–7
moist heat sterilization see steam sterilization
safety issues 370, 371–2
sources of contamination 122–4
sterilization 291–2
viruses 101–2, 104–6
see also disinfection; infections
microsurgery
microbiology
bacteria 101–2, 106–14
fungi 101–2
helminths 101–2, 119–21
human pathogens 110–14, 116
infection prevention and control 101, 121–9, 371–2
microorganism types 101–21
policy and practice 129
prions 102–3
reprocessing 127–8
resistance to inactivation 219–21
sterilization 291–2
viruses 101–2, 104–6
microscopy
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
microscopes
Index 443

recycling 387
reels 281
reflex hammers 98
regulations 12–17, 224, 397
see also guidelines; standards
reporting mechanisms 372
reproductive system 27, 42–3
respiratory system 18, 28, 43–4
retractors 76, 78, 84–6, 93, 267
re-usable devices 71–2, 92

scaling 187
scalpels 77–9, 161
SCBI see self-contained biological indicators
Schistosoma mansoni 120–1
scissors 76, 79–80, 92, 265–6
scrub area 63–4
scrup and sealants 282–5
self-care 52
self-contained biological indicators (SCBI) 297–8
self-retaining retractors 86–7, 267
semi-critical devices 7, 154–5

cleaning procedures 177, 424–7
disinfection 219–20, 223–4
inspection and packaging 259–60
storage and distribution 360, 361
Semmelweis, Ignaz 3–4
sensory nervous system 49–51
sexually transmitted diseases 111

sharpness testing 265
sharps

cleaning procedures 176
post-procedure handling 159, 161
safety issues 375–6, 378, 382, 383, 385
storage and distribution 364
shelf-life

chemistry and chemicals 154
disinfection 233, 250
inspection and packaging 277, 285
management principles 417
sterilization 319, 350
storage and distribution 363, 365, 369
SI units 136–7
6-sigma philosophy 398–9
silver 243
single-chamber washers 199–202, 209
single-use devices (SUD) 71–2, 92

cleaning procedures 176
post-procedure handling 159–60, 165
reprocessing 427–8
skeletal system 28, 44–7
skin see hand and skin hygiene; integumentary system
small intestine 33
soaking caps 205
sodium hypochlorite 256
soil tests 213–14, 261, 407–9
solids 131–4
solubility 145
solutions 134–5
sonication baths see ultrasonic baths
sortting contaminated materials 159–62, 174–7
spatulas 267
Spaulding classification 6–8, 53–4, 154, 177, 219–20, 223–4
Spaulding, Dr Earl 6, 7
speculum 88–9
spillages 387
sponges 185, 206
sporicides 222
sporozoans 117
sporulation

chemistry and chemicals 153
management principles 414–16
microbiology 108–9, 115
sterilization 291–5, 301, 325, 329, 337, 342–3, 356
SSI see surgical site infections
staff training

cleaning procedures 183
disinfection 224
inspection and packaging 263
management principles 391, 392–3
safety issues 375–6, 378
sterilization 292, 309
storage and distribution 361
stainless steel 70, 72–3, 74–5, 186–7, 216–18
standards 14–17

chemistry and chemicals 142–3
cleaning procedures 187, 190–1, 202, 211–15
disinfection 225, 243–8, 253
inspection and packaging 261, 273, 285
instrumentation 71, 73–4
management principles 397, 399, 404, 408–9, 417
sterilization 293, 298–9, 322–3, 326–7, 336, 341–2, 348–9, 353–4
storage and distribution 369
Staphylococcus spp. 109–12, 114
stapling instruments 78, 87–8
steam purity 311–12, 318–19, 418, 421
steam quality 311–14, 318, 321–2
steam sterilization 287–8, 292, 300–22
air removal 302–4, 309–10
basic principles 300–2
guidelines and standards 322–3
maintenance and quality control 307–8
prions 310–11, 436
process failures 315–20
safety issues 387
special considerations 308–14
sterilizer design and components 304–6
troubleshooting problems 315–22
water and steam quality 311–14, 318, 321–2
stereotactic surgery 90
sterility assurance levels (SAL) 294–7
sterilization 1–2, 291–359
  basic principles 293–9, 300–2, 322–6, 328–33, 337–9, 343–7, 350–1
  chemical sterilization 131, 133, 139, 155–7, 292–3, 321, 328–59
  cleaning procedures 217
  context 291–3
  decontamination areas 10–11
  decontamination cycle 9
  disinfection procedures 220, 222, 224, 227, 240–1
  endoscopy 424–7
  guidelines and standards 293, 298–9, 322–3, 326–7, 336, 341–2, 348–9, 353–4
  infections 129
  inspection and packaging 270, 276–8, 282–90, 302, 319
  loading and unloading sterilizers 286–90
  management principles 406, 410–17
  inventory control 365
  inspection and packaging 277–8
  management principles 406
  safety issues 383
  transport of sterile, packaged items 365–7

Stereococcus spp. 109
suction irrigation instruments 76, 78, 88–9, 93, 266–7
SUD see single-use devices
super-oxidized water 237–8, 250
superheat test 314–15, 317, 322
surfactants 135
surgical and medical procedures 52–69
  aseptic technique 65–9
  diagnostic procedures 52, 56–8
  disciplines and common procedures 54–6, 59–60
  endoscopic procedures 60–3
  facilities 52–4, 63–9
  procedures and techniques 54–60
  see also instrumentation
  surgical site infections (SSI) 54, 127–8
  surgical teams 59
  surrogate test devices 247
  surveillance and monitoring 124
  Sushruta 70
  suturing instruments 78, 87–8
  syringes 94
Taenia saginata 120
tapes 282–3
TASS see toxic anterior segment syndrome
tattooing 53, 60, 61, 92, 94
TDS see total dissolved solids
tells 60, 61, 92
TGA see Therapeutic Goods Administration
theatre sterile services units (TSSU) 9, 159
Theraband 265–6
Therapeutic Goods Administration (TGA) 13–14, 244
  thermal disinfection 225–8, 254, 256–8
  thermometers 98–100
  time weighted averages (TWA) 331, 357–8
  titanium 73
  titration 140
  TOC see total organic carbon
  tonsil snares 80–1
  total dissolved solids (TDS) 140–1, 421
  total organic carbon (TOC) 141, 312, 421
  total quality management (TQM) 399
  toxic anterior segment syndrome (TASS) 202
  TQM see total quality management
  tracking and traceability 171–2, 271, 401–4
  transmissible spongiform encephalopathies (TSE) 103, 208, 434
  transportation
  chemistry and chemicals 145
  cleaning procedures 211
  inspection and packaging 277–8
  management principles 406
  post-procedure handling 8, 158, 163–71

safety issues 383
storage and distribution 361–2, 365–7
  trays 190–2, 195–7, 216, 271–6, 288–90
  triclosan 151–2, 241–2
  trolleys 166–71, 200–2, 365–6
  troubleshooting problems
    cleaning procedures 216–18
    disinfection 257–8
    sterilization 315–22, 358–9
    Trypanosoma brucei 117–18
    TSE see transmissible spongiform encephalopathies
    TSSU see theatre sterile services units
    tungsten carbide 73
    tunnel washers 197–8, 209
    TWA see time weighted averages

UIC see unique identification codes
ultrafiltration 229–31
ultrasonic baths 181, 189, 191–4, 206–7, 216, 408–10, 425
ultrasonography 57
ultraviolet (UV) disinfection 228, 424
unique identification codes (UIC) 75, 402–4
United States of America Regulations 13, 243, 245–6
upward displacement of air 303
urinary system 29, 48
UV see ultraviolet (UV)

vaccination 1
  historical development 4
  microbiology 105–6, 121
  safety issues 372
vacuum-assisted air removal 304–5
vacuum pulsing air removal 304–5
validation 16
  cleaning procedures 207, 211, 213
  disinfection 253
  inspection and packaging 278, 285–7
  management principles 410
  sterilization 310, 323, 325–7, 336, 342, 349, 353
variant CJD 103, 208, 434
ventilation 11
videoscopy 96–8
viewing instruments 78, 88–9
viral infections
  chemistry and chemicals 148–51, 153
  disinfection 219–20, 222, 230, 241
  microbiology 101–2, 104–6
  safety issues 371
  sterilization 292
  virulence factors 111–13
  visual inspection 186, 210–11, 213, 261–2
washing 180
waste management 380–7
  context 380
  segregation and types 381–3
<table>
<thead>
<tr>
<th>Topic</th>
<th>Page(s)</th>
</tr>
</thead>
<tbody>
<tr>
<td>terminal disposal and environmental safety</td>
<td>383–7</td>
</tr>
<tr>
<td>transport and storage</td>
<td>383</td>
</tr>
<tr>
<td>water and water quality</td>
<td>418–24</td>
</tr>
<tr>
<td>chemistry and chemicals</td>
<td>131–3, 134–5</td>
</tr>
<tr>
<td>cleaning procedures</td>
<td>182–3, 202, 216–18</td>
</tr>
<tr>
<td>disinfection</td>
<td>224, 249, 258</td>
</tr>
<tr>
<td>sterilization</td>
<td>311–14, 318, 321–2</td>
</tr>
<tr>
<td>wet handling</td>
<td>162, 164–5</td>
</tr>
<tr>
<td>wet heat disinfection</td>
<td>225–7</td>
</tr>
<tr>
<td>wet heat sterilization <strong>see steam sterilization</strong></td>
<td></td>
</tr>
<tr>
<td>wetting</td>
<td>145</td>
</tr>
<tr>
<td>workplace hazards <strong>see safety issues</strong></td>
<td></td>
</tr>
<tr>
<td>World Health Organization (WHO)</td>
<td>208, 245, 310, 381, 434</td>
</tr>
<tr>
<td>wound infections</td>
<td>2–3</td>
</tr>
<tr>
<td>woven textile wraps</td>
<td>279–80</td>
</tr>
<tr>
<td>wraps</td>
<td>274–7, 279–81, 282–5</td>
</tr>
<tr>
<td>Wrigley’s forceps</td>
<td>83–4</td>
</tr>
<tr>
<td><em>Wuchereria bancrofti</em></td>
<td>120</td>
</tr>
<tr>
<td>X-ray radiation</td>
<td>327</td>
</tr>
<tr>
<td>yeasts</td>
<td>101–2, 114–16</td>
</tr>
<tr>
<td>Z-values</td>
<td>295–6, 301</td>
</tr>
</tbody>
</table>