**Index**

| AAI mode devices | 110, 111 |
| Atrial pacing intervals | 19 |
| dual-chamber pacemakers | 412 |
| modes in depth | 14–16 |
| single-chamber pacemakers | 412 |
| AAT mode devices | 15 |
| Absolute refractory periods | 34–5 |
| AF Suppression™ algorithm | 317, 344–5, 469 |
| Alert periods | 10, 34–5 |
| AMS see automatic mode switching |
| Annotations | 46–8 |
| Intracardiac electrograms | 86 |
| Right-ventricular pacing | 222 |
| Examples of tracings | 432–3 |
| Stored electrograms | 96, 97 |
| AOO mode devices | 11, 12, 15 |
| Apparent capture | 12–13 |
| Appropriate rate | 206 |
| AP-VP states | 111 |
| Dual-chamber pacing | 55, 56 |
| Intracardiac electrograms | 88 |
| Troubleshooting paced ECGs | 73, 75 |
| AP-VS states | 111 |
| Atrial tracking | 51–2 |
| Dual-chamber pacing | 55, 56 |
| Troubleshooting paced ECGs | 73, 75 |
| AS-VP states | 55, 56, 73 |
| AS-VS states |
| Capture testing | 80 |
| Dual-chamber pacing | 55, 56 |
| Troubleshooting paced ECGs | 73–4, 75 |
| Asynchronous pacing | 12, 14–15, 282–3, 292 |
| Atip-Aring | 90 |
| Atrial activity | 111–12 |
| Atrial-based timing | 372–3 |
| Atrial capture | 105–6, 110–11 |
| Automatic capture algorithms | 77, 78 |
| Basics | 12 |
| Premature ventricular contractions | 158, 159 |
| Atrial depolarization | 88 |
| Atrial events | 88, 90, 92, 93, 96–8 |
| Atrial fibrillation (AF) |
| AF Suppression™ algorithm | 317, 344–5, 469 |
| Atrial pacing | 19–21 |
| Atrial sensing | 20, 105–6, 111–12 |
| Automatic capture algorithms | 77, 78 |
| Basics | 12 |
| Intracardiac electrograms | 93 |
| Troubleshooting paced ECGs | 75, 76 |
| Atrial tachyarrhythmia | 99, 307, 366 |
| Atrial tracking | 51–2, 57–9, 85 |
| AutoCapture™ algorithm | 78–9, 401 |
| AutoCapture™ Pacing System | 78, 79, 400, 401 |
| AutoIntrinsic Conduction Search | 440 |
| Automatic capture algorithms | 77–9, 81–2, 123, 400–1 |
| Automatic intervals | 42–3, 53–4 |
| AV conduction | 53–4, 111 |
| AV delays |
| Automatic capture algorithms | 78–9 |
| Dual-chamber pacing states | 55, 56 |
| Examples of tracings | 111, 122, 226–7 |
| Maximum Tracking Rate | 57, 58 |
| Variations | 441 |
| AV hysteresis | 396–7 |
| AV synchrony | 49–50 |
| Atrial tracking | 51 |
| AV conduction | 53, 54 |
| Intracardiac electrograms | 90 |
| Maximum Tracking Rate | 57–8 |
| Examples of tracings | 320–1 |
| Base rate formula | 368 |
| Base rate programming | 414 |
| Battery life | 421 |
| Beats |
| Escape rhythms/beats | 235, 278 |
beats (continued)  
filling in missing beats 418  
per minute 265  

bipolar systems 8–10, 155, 456–61  
blanking periods 91, 94–5, 388  
buffer data 100  
calculating rates and intervals 5–7  
caliper rounding 198  
capture 105–6, 110–11  
annotated ECGs 46, 47–8  
am automatic capture 77–9, 81–2, 123, 400–1  
AV synchrony 49, 50  
basics 11–13  
dual-chamber pacing states 55–6  
fusion 207  
leads 82, 83–4, 123, 163  
pacemaker-mediated tachycardia 66–7  
QRS morphologies 29, 32, 33  
testing 80–2, 83–4  
thresholds 22–3  
annotated ECGs 47–8  
am automatic capture algorithms 78  
sensing thresholds 27  
troubleshooting paced ECGs 83  
troubleshooting paced ECGs 75–6, 83–4, 85  
see also loss of capture  
chronotropic incompetence 272, 431  
crosstalk 352–3, 388, 448–9  

DAVID study 219, 329  
DDD mode devices 110, 111  
atrial pacing intervals 19  
am automatic mode switching 68–70  
AV conduction 53–4  
AV synchrony 49–50  
Modes in depth 14–16  
pacemaker-mediated tachycardia 66–7  
DDDR mode devices 14–16  
DDI mode devices 15  
device programming 84, 111, 253, 414  
direction of retrograde P-waves 348–9  
DOO mode devices, modes in depth 15  
double-counting 90  
drug therapy 182, 317, 363  
dual-chamber pacemakers 105, 106, 110–12  
AAI pacing 412  
atrial tracking 51–2  
AV conduction 53–4  

AV synchrony 49–50  
high-rate intrinsic activity 316, 317  
intracardiac electrograms 86, 93–100  
modes in depth 14  
pacemaker multiblock 60–2  
states 55–6  
troubleshooting paced ECGs 73–6  
upper-rate behavior 71–2  

e-grams see intracardiac electrograms  
electrograms (EGM) see intracardiac electrograms  
extry, automatic mode switching 310–11  

escape intervals  
atrial pacing intervals 20–1  
AV conduction 54  
hysteresis 42–3  

escape rhythms/beats 235, 278  
ext, automatic mode switching 310–11  

far-field R-wave sensing 90–1, 433, 472–3  
filling in missing beats 418  
functional non-capture 158–9, 180, 260–1, 408  
functional non-sensing 151  
fusion  
atrial fibrillation 256–7  
capture 207  
dual-chamber pacing states 55–6  
examples of tracings 128–9, 140–1, 159, 194, 207, 248–9, 256–7  
hysteresis 207  
interpretation 210  
QRS morphologies 28–33  
timing issues 159  

high-rate intrinsic activity 316, 317  
hypertrophic obstructive cardiomyopathy (HOCM) 396–7  
hysteresis 40–3  
base rate programming 414  
examples of tracings 159, 199, 207, 230–1, 241, 244–5, 265, 357, 393, 396–7  
fusion 207  
troubleshooting paced ECGs 76, 84  

IEGM see intracardiac electrograms  
interference 136–7, 332–3  
intermittent arrhythmias 191  
intermittent oversensing 36–7  
intermittent sensing 36–7, 356–7
interpretation disagreements 210
interval calculation 5–7
interval notations see annotations
intracardiac electrograms (IEGM)
  automatic mode switching 90–1, 100, 385–6, 456–7, 464–5
  combined with ECGs 93–100
  examples of tracings 302–3, 380–6, 433, 440–1, 447–9, 456–73
  in depth 99–100
  navigation 86–92
  stored electrograms 96–8, 99–100, 384–9, 456–7
intrinsic activity 154–5, 178, 316, 317
intrinsic atrial activity 111–12, 316, 317
intrinsic atrial rates 57–8
intrinsic events 154–5, 178
leads
  capture 82, 83–4, 123, 163
  examples of tracings 123, 144, 155, 162–3, 253, 332, 333, 341
  interference 332, 333
  intracardiac electrograms 91, 99
  pauses 144
  polarity configurations 155
  sensing 84
  troubleshooting paced ECGs 83–4
loss of capture 22–3
  annotated ECGs 47–8
  capture testing 81
  pacemaker-mediated tachycardia 66–67–7
  troubleshooting paced ECGs 83–4, 85
magnet mode 253, 376
mass, fusion/pseudofusion 194
Maximum Tracking Rate (MTR) 57–9
  pacemaker multiblock 60
  pacemaker Wenckebach 63, 64, 65, 336–7
  upper-rate behavior DDD devices 71, 72
Max Track see Maximum Tracking Rate
memory 99–100, 456–7
missing beats 418
modes 105–6, 110
  in depth 14–16
  examples of tracings 199, 253
mode switching 68–70
  entry 310–11
exit 310–11
intracardiac electrograms 90–1, 99–100, 385–6, 456–7, 464–5
  stored electrograms 456–7
  upper-rate behavior DDD devices 72
morphologies 28–33, 178
MTR see Maximum Tracking Rate
2:1 multiblock see pacemaker multiblock
mV settings 145, 275, 388
myopotential noise (muscle noise) 136–7, 332
need for pacemaker 191
negative AV hysteresis 396–7
neurocardiogenic syncope 392, 393
noise
  examples of tracings 136–7, 332
  reversion 253
  single-chamber timing cycles 34–5
normal rhythm 119
output settings 123, 195
overspacing 26, 38–9, 136
oversensing 24–7
  examples of tracings 136, 144–5, 159, 182, 340
  intermittence 36–7
  pauses 144–5, 159
  troubleshooting paced ECGs 85
underspacing 25, 37, 136
paced AV delays 112, 226
pacemaker codes 14–16
  see also annotations
pacemaker dependency 132–3, 145
pacemaker-mediated tachycardia (PMT) 66–7
  examples of tracings 154–5, 288–9, 298–9, 325, 360
intracardiac electrograms 95, 96–8, 381–2
  retrograde P-waves 348–9
pacemaker multiblock 60–4
  pacemaker Wenckebach 63–4, 336–7, 366
  examples of tracings 321, 336–7, 366
  upper-rate behavior DDD devices 71–2
pacemaker replacements/revisions 421
pacemaker Wenckebach 63–5
  examples of tracings 336–7, 366, 469
  upper-rate behavior DDD devices 71–2
pacing artifacts see pacing spikes
pacing intervals
atrial 19, 20–1
atrial tracking 51–2
AV conduction 53–4
hysteresis 42–3
intracardiac electrograms 88
Maximum Tracking Rate 57
rate response 44–5
single-chamber timing cycles 34–5
examples of tracings 328
ventricular 17–18, 51–2
pacing rates 90, 110–12
pacing spikes 8–13
automatic capture algorithms 77, 78
AV conduction 53, 54
AV synchrony 49, 50
capture 11–13, 80
examples of tracings 111, 166
intracardiac electrograms 88, 93–4
sensing 11–13
pacing states 73–4
see also individual states
pacing threshold 187
PASSIVE settings 45
patients as focal point 363
pauses 144–5, 159
pediatric patients 80, 82
pediatric, capture testing 80, 82
PMT see pacemaker-mediated tachycardia
polarity configurations 8–10, 155, 456–61
pre-trigger events 86, 88
post-ventricular atrial blanking period (PVAB) 91, 94–5
post-ventricular atrial refractory period see PVARP
premature ventricular contraction (PVC)
capture and sensing basics 12, 13
examples of tracings 154–5, 235, 294–5, 324–5, 360
escape rhythms/beats 235
intracardiac electrograms 94–5, 100
pacemaker-mediated tachycardia 67
pacing spikes 9–10
retrograde P-waves 324–5
ventricular pacing intervals 17–18
pre-trigger events, intracardiac electrograms 86, 88, 90, 91, 100
programming issues 84, 111, 253, 414
pseudofusion
base rate programming 414
examples of tracings 159, 194, 240–1, 248–9
QRS morphologies 28–33
timing issues 159
pseudo-Wenckebach see pacemaker Wenckebach
pulses per minute 265
PVAB (post-ventricular atrial blanking period) 91, 94–5
PVARP (post-ventricular atrial refractory period)
intracardiac electrograms 91, 92, 94–5, 381–2
examples of tracings 294, 298, 320–1, 324–5, 337, 381–2
pacemaker-mediated tachycardia 67
pacemaker multiblock 60–1, 62
pacemaker Wenckebach 63–4, 65, 337
upper-rate behavior DDD devices 72
PVC see premature ventricular contraction
P-waves
calculating rates and intervals 5–7
retrograde P-waves 95, 324–5, 348–9, 360
QRS complex
calculating rates and intervals 5–7
capture and sensing basics 13
morphologies 28–33
pacing spikes 8, 10
T-waves 268
rapid intrinsic activity 316, 317
rate adaptation see rate response
rate formula 368
rate modulation see rate response
rate response 44–5, 110
appropriate rate 206
AV synchrony 49, 50
intracardiac electrograms 90, 460–1
troubleshooting paced ECGs 84
rates 5–7, 90, 105–6, 110–12
double-counting 90
interpretation 5–7, 105, 110
pulses per minute versus beats per minute 265
refractory periods
examples of tracings 151, 294
intracardiac electrograms 94, 95
single-chamber timing cycles 34–5
see also PVARP; TARP
relative refractory periods 34–5, 94
retrograde conduction 381–2
retrograde P-waves
direction 348–9
intradcardiac electrograms 95
examples of tracings 324–5, 348–9, 360
rhythm 105–6, 111, 119
right-ventricular (RV) pacing 219, 329
RV (right-ventricular) pacing 219, 329
R-waves see QRS complex

safety margins 195
safety pacing 352–3
sensed AV delays 112, 226
sensing 105–6, 110–12
annotated ECGs 47
AV synchrony 49, 50
basics 11–13
in depth 26–7
dual-chamber pacing states 55–6
intermittent oversensing 36–7
intradcardiac electrograms 93
lead issues 163
polarity configurations 155
QRS morphologies 31–2
thresholds 27
troubleshooting paced ECGs 75–6, 84–5
see also oversensing; undersensing
sensitivity 26–7, 84–5, 145, 416
sensor drive activity, annotated ECGs 47
single-chamber pacemakers 105, 106, 110–12
AAI pacing 412
modes in depth 14
rate response 44–5
timing cycles 34–5
states 55–6
see also individual states
stored data 310–11
stored electrograms see intracardiac electrograms
synchronous pacing 14

TARP (Total Atrial Refractory Period)
pacemaker multiblock 61, 62
pacemaker Wenckebach 337, 366
examples of tracings 321, 337, 366
upper-rate behavior DDD devices 71–2
timing issues
atrial-based timing 372–3
fusion/pseudofusion 159, 248–9
single-chamber timing cycles 34–5
ventricular-based timing 372–3
total atrial refractory period see TARP

tracking
atrial tracking 51–2, 57–9, 85
see also Maximum Tracking Rate
triger events 86, 88–90, 99–100
troubleshooting 111
capture testing 81–2
in depth 83–5
double-counting 90
intermittent sensing problems 356–7
intracardiac electrograms 94, 95
need for pacemaker 191
paced ECGs 73–6, 81–5
T-waves 5–7, 268

underlying rhythms 105, 106, 111
underpacing 25, 37, 136
undersensing
functional non-capture 158–9, 180, 260–1, 408
overpacing 26, 38–9, 136
unipolar systems 8–10, 155
upper rate behavior
dual-chamber pacemakers 71–2
examples of tracings 288–9, 306, 310–11
pacemaker multiblock 60–2
pacemaker Wenckebach 65

V-A interval 328–9
VDD mode pacing 380–2, 452–3
ventricular-based timing 372–3
ventricular capture 77, 78, 105–6, 111
ventricular depolarization 39, 88, 111
ventricular events 88, 90, 93–4, 96–8
types 154–5
Ventricular Intrinsic Preference (VIP)™ technology 203, 218, 440
ventricular pacing 111
atrial tracking 51–2
capture testing 80
intervals 17–18, 51–2
loss of capture 22–3
Ventricular Safety Standby (VSS) 448–9
ventricular sensing 105–6, 111
automatic capture algorithms 77, 78
capture testing 80
loss of capture 22–3
troubleshooting paced ECGs 75, 76
VIP (Ventricular Intrinsic Preference™) technology 203, 218, 440
VOO mode devices
  asynchronous pacing 282–3
  capture and sensing basics 13
  modes in depth 15
  examples of tracings 376
VP-AP states 328
VP-AS states 96, 97–8
VSS (Ventricular Safety Standby) 448–9
VVI mode devices 106, 110
  annotated ECGs 46–8
  automatic mode switching 68
hysteresis 40–1
intermittent oversensing 36–7
loss of capture 22–3
modes in depth 14–16
oversensing 24–5
QRS morphologies 29, 31–2
undersensing 38–9
ventricular pacing intervals 17–18
Wenckebach see pacemaker Wenckebach